A novel vacuum ultra violet lamp for metastable rare gas experiments 

Heiner Daerr/ Markus Kohler,-"^ Peter Sahling/ Sandra Tippenhauer/ Ariyan Arabi-Hashemi/ Christoph 
Becker,^ Klaus Sengstock,^ and Martin B. Kalinowski-' 

Carl Fnednch von Weizscker Centre for Science and Peace Research (ZNF), University of Hamburg, 
20144 Hamburg, Germany 
Institut fur Laser-Physik, University of Hamburg, 22761 Hamburg, Germany 

Carl Friedrich von Weizsdcker Centre for Science and Peace Research (ZNF), University of Hamburg, 
20144 Hamburg, Germany 

(Dated: 20 January 2013) 

We report on a new design of a vacuum ultra violet (VUV) lamp for direct optical excitation of high laying 
atomic states e.g. for excitation of metastable rare gas atoms. The lamp can be directly mounted to ultra 
high vacuum vessels (p < 10"^*^ mbar). It is driven by a 2.45 GHz microwave source. For optimum operation it 
requires powers of approximately 20 W. The VUV light is transmitted through a magnesium fluoride window, 
which is known to have a decreasing transmittance for VUV photons with time. In our special setup, after 
a run-time of the VUV lamp of 550 h the detected signal continuously decreased to 25% of its initial value. 
This corresponds to a lifetime increase of two orders of magnitude compared to previous setups or commercial 
lamps. 
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I. INTRODUCTION 

Laser cooled metastable rare gas atoms are of high in- 
terest in cold collision physicJ^^ optical latticed, atom 
lithography^, Bose-Einstein condensatiorP and atom 
trap trace analysis (ATTA^. A common requirement 
of the aforementioned experiments is the need for a reli- 
able high-flux source of metastable atoms. 
We are currently setting up a new highly efficient appa- 
ratus for detecting Kr-85 and Kr-81 isotopes in small en- 
vironmental samples. ATTA is considered to be the most 
promising technique to measure such long-lived radioac- 
tive rare gas isotopes---; The atom of interest is trapped 
inside a magneto-optical trap (MOT) and detected by the 
fluorescence originating from the trapping process. The 
main challenge for an efhcient ATTA system for kryp- 
ton isotopes is the production of the metastable state 
(5s[3/2]2) which is trappable by optical means. 
Typically, metastable krypton atoms for trace analysis 
are produced by a RF discharg^, which has some pro- 
found disadvantages like a low efficiency of Kr*/Kr?s 
10^*, an increased atomic beam divergence, the unavoid- 
able production of krypton ions causing cross contami- 
nations and very importantly the requirement of a mini- 
mum gas pressure to operate, which sets a lower limit on 
the sample size. 

The production of metastable atoms by a purely optical 
excitation schemcP^ overcomes the limitations originat- 
ing from the RF discharge. In practice, optical excitation 
has not been applicable so f ar, d ue to the short lifetime 
of VUV lamps of a few hour^SlUJ 

We have developed a VUV lamp for the efficient and 
reliable production of metastable krypton (Kr*) with 
an extended lifetime of hundreds of hours making opti- 
cal excitation implementable in atom trap trace analysis 
and other applications. We carefully analyzed important 
lamp parameters such as the transmittance of the mag- 



nesium fluoride window over time. 

The capability of measuring small sample sizes will en- 
able groundbreaking new applications in the fields of en- 
vironmental and earth science^^^ as well as nuclear 
non-proliferatiorP^. 



II. VUV LAMP DESIGN 

We designed a VUV lamp with regard to an extended 
lifetime. The lifetime is limited because the transmit- 
tance of the magnesium fluoride window in the VUV 
spectral region decreases with run-time'* The degener- 
ation might be explained by several effects like formation 
of color centers (F-center)pStlll or adsorption of water, 
molecular oxygen, methane or non-methane hydrocar- 
bons at the surfac e or the bulk of the magnesium flu- 
oride windowfl^Iini, We focused on the reduction of the 
last mentioned pollutions inside the lamp successfully in- 
creasing the lifetime by using resilient metal seals and 
continuously purifying the krypton gas. 
Figure [T] shows a sketch of the new VUV lamp design. 
The microwave driven discharge generating the VUV 
photons takes place inside a hollow Macor rod filled with 
pure krypton gas. The VUV photons are transmitted 
through a magnesium fluoride window sealed with re- 
silient metal seals. It can be flanged to ultra high vac- 
uum chambers. The gas inlet of the lamp is attached to 
a titan sublimation pump filled with krypton acting as a 
reservoir to continuously change the gas inside the lamp 
and to maintain a high vacuum environment beside the 
krypton partial pressure. Krypton gas with a purity of 
4.7, which was further purified using a gas purifier, was 
used. The inlet is lined with Macor to reduce the deposi- 
tion of material on the window, which was removed from 
the metallic vacuum co mpone nts by the plasma. 
A home-made surfatrorpHIS] operating at 2.45 GHz is 
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FIG. 1. Figure a shows a sketch of the VUV lamp. The gas 
discharge producing the VUV photons takes place inside a 
hollow Macor rod (part 1) at krypton pressures of « 2mbar. 
The rod is sealed using two resilient metal seals (part 2). 
The light is emitted through a magnesium fluoride window 
(part 3), which is again sealed with resilient metal seals. The 
lamp is evacuated to pressures below 10~^ mbar and sub- 
sequently filled with pure krypton using one tube (part 4), 
which is lined with Macor to reduce the contact of plasma 
and metal. Figure b shows a photograph of a lamp with the 
surfatron dismounted. 

used to run the discharge at powers of 20 W. The res- 
ident heating is compensated by water cooling. A sur- 
fatron was chosen as it produces long plasma columns, 
so the discharge extends to the window surface reducing 
self-absorptiorPS. The compact lamp design allows to 
place many VUV lamps close to each other with a clear- 
ance of 25 mm from center to center to increase the total 
VUV photon flux. 



III. PERFORMANCE OF THE VUV LAMP 

Within the setup depicted in Figure [2] the lamp 
was successfully used to excite krypton atoms to the 
metastable state. An estimated production rate of 10^ - 
10^° krypton atoms/s was achieved in a small excitation 
volume 100 mm below the lamp at a pressure of about 
0.5 mbar krypton inside the detection chamber. Note: 
The production rate strongly depends on the experimen- 
tal geometry and is in the current setup limited due to 
the large distance between the excitation volume and the 
magnesium fluoride window. We expect a much larger 
excitation rate directly below the window. 
In this setup an exact assessment of the resulting VUV 
photon flux of the lamp from the detected production 
rate is difficult due to the unknown spectral and spatial 
distribution of the VUV photons, the exact imaged exci- 
tation volume and the unknown fraction of VUV photons 



reaching the excitation volume. 

In the following we describe the operation and perfor- 
mances of the VUV lamp with focus on the particularly 
important aspect of the lifetime. To explore the perfor- 
mance and the temporal behavior of the power emitted 
by the lamp, krypton gas was excited to the metastable 
state using the VUV lamp in combination with a laser 
stabilized to the 819 nm transition in Kr-84 (compare 
Figure [2]). 

The VUV lamp operates at krypton pressures from 
0.9 mbar to 5 mbar. Microwave powers of about 20 W 
are sufficient to maintain a stable discharge. Beyond a 
certain threshold, neither the pressure inside the lamp 
nor the microwave power have strong influence on the 
strength of the fluorescence at 760 nm over a wide range 
(see Figure |3| . The fluorescence is a direct measure of 
the production rate of metastable atoms. 
We know turn to the important question of the lifetime of 
the VUV lamp. Therefore the fluorescence at 760 nm was 
detected over time as a measure for the transmittance 
of the magnesium fluoride window, as the production of 
metastable atoms depends linearly on the VUV intensity 
for our experimental parameters. For the assessment of 
the lifetime of the lamp the fluorescence of a fresh lamp 
was monitored for 550 h under the same conditions. The 
gas was renewed twice a day. After 550 h run-time the 
fluorescence signal decreased to 25 % of the initial value 
(see figure |4]). This corresponds to a lifetime increase of 
two orders of magnitude compared to previous setups or 
commercial lamps. 

Note that the data for Figure |3] was recorded with an- 
other lamp than the one used to collect the data shown 
in Figure |4j After recording the data for Figure |3] the 
measured fluorescence rapidly drops almost to zero. This 
rapid decrease of the transmittance indicates, that the 
degeneration of the window heavily depends on the mi- 
crowave power. Therefor it is important to operate the 
VUV lamp at a microwave power as low as possible to 
extend the lifetime of the VUV lamp. 



IV. CONCLUSION AND OUTLOOK 

We have developed a new design of a VUV lamp with 
an extended lifetime. The lifetime of the VUV lamp 
is about two orders of magnitude greater compared 
to commercially available lamps. This makes the all 
optical excitation scheme for metastable rare gas atoms 
applicable in state-of-the-art experiments e.g. for atom 
trap trace analysis whose efficiency is seriously affected 
by the poor performance of the RF discharge excitation. 
The lamp can be attached to ultra high vacuum en- 
vironments required for efficient trapping of atoms in 
a MOT. Contamination of the vacuum system due to 
poor sealing of the lamp is avoided. To overcome the 
power limitation of VUV light, a small sized lamp was 
developed for the purposes of mounting many lamps 
with a small clearance (25 mm). 
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FIG. 2. Optical excitation scheme of krypton (Figure a) and a sketch of the experimental setup (Figure b). The excitation 
scheme is a resonant two-photon excitation from the ground state 4p6 to the 5p[3/2]2 state which can spontaneously decay to 
the metastable state 5s[3/2]2 by emitting a photon at 760 nm. Three electronic dipole transitions need to be involved as the 
ground level has an even parity and an angular momentum J = and the metastable state has an odd parity and J — 2. The 
fluorescence at 760 nm is a measure for production of the metastable state. For the detection of fluorescence the laser light was 
modulated with an optical chopper to apply lock-in detection techniques. The fluorescence light was focused on a self-made 
photo detector by a lens system with an optical filter at 760 nm. 
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FIG. 3. The Figure shows the fluorescence at 760 nm as a 
function of the microwave power for two different krypton 
pressures 2.0mbar (filled points) and S.lmbar (filled squares) 
inside the VUV lamp. A pressure of 2.0mbar inside the lamp 
produces a slightly higher fiuorescence with a maximum at 
20 W microwave power in comparison to the fiuorescence at 
S.lmbar. The constant increase of fluorescence with increas- 
ing microwave power is small for a pressure of 3.1 mbar. The 
data points at 10 W for both pressures and the data point at 
15 W for 2.0 mbar belong to unstable operation conditions of 
the VUV lamp (open points and squares). 
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FIG. 4. The fluorescence at 760 nm was recorded for a du- 
ration of 550 h under the same conditions (20 W microwave 
power, 2.0 mbar lamp pressure, 0.5 mbar pressure in detec- 
tion chamber, 10 mW laser power). The fluorescence signal 
decreased to 25 % of its initial value during measurement. 



